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ABSTRAK 

pH meter yang mampu melakukan kalibrasi otomatis dengan 

ketelitian lebih tinggi sangat mungkin dilakukan dengan tersedianya 

mikrokontroler dengan fitur yang makin kompleks.  Pada penelitian ini, 

pHmeter berbasiskan Arduino Uno yang telah dilengkapi ADC internal 

pada chip mikrokontrolernya dengan resolusi hingga 16 bit. Rentang pH 

yang diukur adalah  pH 4 sampai 10, disesuaikan dengan tujuan aplikasi, 

dengan error pengukuran pH sebesar 1,24%.  Pengukuran pH juga telah 

terkompensasi suhu, dengan error respon alat terhadap perubahan suhu 

hanya sebesar 0,67%.  Tersedianya jalur komunikasi serial juga 

memungkinkan agar data pengukuran dikirim ke komputer untuk tujuan 

lanjut, seperti menampilkan grafik perubahan pH terhadap suhu dan waktu, 

untuk tujuan pemantauan secara kontinu. 

 
Kata Kunci: pH meter, mikrokontroler, kalibrasi otomatis, ketelitian, suhu 
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ABSTRACT 

 PH meter capable of performing automatic calibration with higher 

accuracy is possible with the availability of microcontrollers with 

increasingly complex features. In this study, pHmeter based on Arduino 

Uno which has been equipped with internal ADC on its microcontroller 

chip with resolution up to 16 bits. The pH range measured was pH 4 to 10, 

adjusted for the purpose of application, with a pH measurement error of 

1.24%. The pH measurements have also been temperature compensated, 

with the tool's error response to the temperature change of only 0.67%. The 

availability of serial communication lines also enables measurement data to 

be sent to the computer for advanced purposes, such as displaying pH 

change graphs for temperature and time, for continuous monitoring 

purposes. 

 

Keywords: pHmeter, microcontroller, automatic calibration, accuracy, 

temperature 

 

 

 


